This paper presents the standardization of Proton Induced X-rays Emission (PIXE) technique for the trace element analysis of thick standard samples. Three standard reference materials (SRMs) viz-à-vis titanium, copper and iron base alloys were used for the study due to their availability. The protons beam was accelerated up to 2.57 MeV energy by 5UDH-II tandem Pelletron accelerator and samples were irradiated at different geometry and durations. Spectrum was acquired using a multi-channel spectrum analyzer while spectrum analysis was done using a GUPIXWIN model for determination of elemental concentrations of trace elements. The obtained experimental data was compared with theoretical data and results were found in close agreement.
INTRODUCTION
The word PIXE is an acronym which stands for Particle/Proton Induced X-rays Emission. PIXE was first experimentally shown by Sven A.E. Johansson of Lund Institute of Science and Technology in 1970 [1] . This technique is very useful due to its non-destructive nature and multi-elemental analysis simultaneously. Due to its longer probe depth (tens of μm.) the PIXE can be performed for a large range of elements (Na ≤ Z ≤ U) of the periodic table. PIXE is fast, highly sensitive (ppm), precise, accurate and is better for analysis of both matrix and trace elements in thick samples. In addition, PIXE give you bremsstrahlung radiation, high fluorescence yield and X-ray production cross section [1] . Other ion beam techniques such as PIGE is better than PIXE when measuring some elements especially the low Z elements as self-absorption effect is completely avoided [2, 3] . PIXE has many applications in the study of archaeology, environmental, biological, medicinal and forensic materials [4] [5] [6] [7] [8] [9] .
However, despite the numerous advantages of PIXE technique, standardization or calibration with certified reference materials before each experiments poses a major challenge to most researchers [10] . We report on the standardization of PIXE for accurate analysis of trace elements in thick samples
EXPERIMENTAL

PIXE Set Up
The experimental setup used for PIXE analysis is shown in Figure 1 . For inducing X-rays, a high energy proton beam (2.57 MeV) accelerated by 5UDH-II tandem Pelletron accelerator excites the atoms of target material. Titanium based alloy, copper based alloy and iron based alloy were used as target materials for the analysis of trace elements. The excited atoms on its deexcitation emit characteristic X-rays in the form of K, L and M X-rays spectrum [3] . The emitted X-rays are passed through a thin window (Mylar foil 100 µm thick made from ultra-thin polymer) and detected using a Silicon Drift Detector (SDD) placed at an angle of 45 0 to the target for good resolution (about 138 eV at 11 KeV energy. The detected signal is amplified and transferred to the readout. Faraday cup was placed to collect the beam charge and a current integrator records the total collected beam charge during a run. The whole experiment was done under vacuum chamber at a pressure of about 10 -6 torr to reduce the background radiation. After the PIXE spectrum was obtained, GUPIXWIN software was used for quantitative analysis of the data [12] . The use of GUPIXWIN software is preferred to other software programs due to its good status of databases (e.g. cross-sections, fluorescence yield, Coster-Kronig probabilities, stopping powers and attenuation coefficients etc.) and more elemental fitting [13] .
SPECTRA ACQUISITION
For quantitative analysis, PIXE spectrum of each SRM was obtained on different dates for three different values of incident beam charge. For PIXE calibration, standard reference materials (National Institute of science and technology) were irradiated, analyzed and the results were compared with theoretical values for two samples, NIST654B titanium and copper alloy 99 % pure, nine data spectra were obtained by varying the beam charge (0.5 μC, 1μC and 1.5μC) on three consecutive working days for NIST SRM 1155 (Cr 18-Ni 12-Mo 2). Incident beam energy 2.57 MeV and current beam 2nA are used for irradiation of the sample and Silicon drift detector is placed at an angle of 45 0 to the target to detect the signal. The range of energy and beam charges is selected in order to increase the fluorescence yield from the sample and decrease bremsstrahlung radiation [11] .
GUPIXWIN Analysis
After obtaining the spectrum files, the next important step to get required accuracy is the quantitative analysis by using GUPIXWIN software. Using GUPIXWIN software with suitable parameters, we can determine both elemental composition and concentration present in the target. In GUPIXWIN software "Fixed Matrix solution" method is taken to determine the trace elements in the certified sample. In our experiment, the incident beam energy 2.57 MeV and current beam 2nA are used. Position of detector, target and the angle made by detector with target must be fixed during experiment, we only need to determine the instrumental constant (Hvalue) against the energy data file, i.e. HED file. Finding the value of instrumental constant "H" is also very important for proper calibration of the PIXE technique.
Instrumental Constant (H-Value) Verses Energy Data (HED) File
The H quantity is a standardization factor that depends on elements, which translates the peak area of elements of the collected charge into concentration of elements. Initially, in an ideal case, H is taken equal to the solid angle (Ω), that made by the detector in the geometry of the chamber. For our experimental system, H-value is equal to 0.00153 (using formula ).
Practically it slightly depends on the elements atomic number (Z), which produces inaccuracies in detector description and also in data bases [14] . The standard H-value can be determined, either by constant method or by energy dependence method. If geometrical setup is completely accurate then constant method is used and if there is any error, then energy dependence method is used. In the later method, HED data file is required. The HED file can be created in notepad or word-pad with a desired name and need to be saved in the example folder. Furthermore, in the HED file a separate file is present for each (K, L and M) Xray measurements. It is required to write H-value in front of the high energy (having 100% intensity in the keV) X-ray values followed by a tab in separate lines for each file (K, L or M X-ray). We need to change the H-values (either increase or decrease) in these files according to the output data result. We have created HED file in two steps.
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RESULTS
All samples are calibrated with copper sample using calibration method as previously discussed. The discussion of each sample in detail is given in the following sub-sections.
NIST654B Titanium Alloy Sample
The PIXE curve for NIST654B titanium alloy sample is shown in the Figure 2 .
This spectrum shows both the trace and matrix elements composition and concentration present in sample. As shown in the figure, the identified elements in the sample are Ti, V, Al, Fe, Si, Ni, Cr, Cu and Sn. A parameter (PAR) file of this sample is created, which consist of all information about it. When the PAR-file is completed with a proper sequence, run the GUPIX engine to get output data. For NIST654B titanium alloy sample, the concentration of analyzed data, standard data and their standard deviation (σ) are given in Table  2 . The dispersion plot (σ) between standard and analyzed data is shown in Figure 3 . The standard deviation (σ) values are small, which represent good agreement between measured and already known data.
NIST1155 Iron Alloy Sample
The PIXE curve for NIST1155 iron alloy sample is shown in the Figure 4 .
The matrix and trace elements which were identified in this sample are Co, P, Si, V, Cr, Mn, Fe, Ni, Cu, As, Bi and Pb. A parameter (PAR) file is also created using GUPIXWIN software. After running the GUPIXWIN engine, the final output data is recorded as shown in the Table 3 . The data was measured on a single date. Difference between measured data and already known data were shown in Table 3 . The dispersion plot for this sample is shown in the Figure 5 . The difference between concentration of measured and already known data values is negligibly small. 
Copper Base Alloy Sample
Using GUPIXWIN software, PIXE curve obtained for copper base alloy sample is shown in the Figure  6 . The matrix and trace elements identified in this sample are Cu, Ti and Sr. The major element is Cu, with concentration of 99% or greater, while the other two (Ti and Sr) are trace elements (concentration less than 1%). Standard data for Ti and Sr were unknown. The concentrations found for trace elements (Ti and Sr in copper alloy sample for different beam charges at different dates and have small standard deviation A PAR-file is created for copper base alloy sample which include all information about it. The Table 4 show the concentration of trace elements identified in copper alloy sample (more than 99% concentration) at different dates and the results obtained are found to be in close agreement. The standard deviation for copper base alloy sample is given in Table 4 and plotted in plotted in Figure 7 . It is clear from the Figure that the difference of measured and already known data is negligibly small.
CONCLUSIONS
The main objective of this research work is to standardize PIXE technique for trace element analysis. Three samples (two NIST and one local) were analyzed using PIXE technique. Trace elements composition of measured data and standard data (known composition) were in close agreement. In NIST654B titanium alloy sample, the maximum standard deviation (σ) for Si is 0. % and for Sn is 0.0061 %. Similarly, in copper base alloy sample, the maximum deviation for titanium is 
